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Abstract
Background: Although many studies have compared the properties of ultrasonic scaling instruments, it remains
controversial as to which is most suitable for implant scaling. This study evaluated the safety and efficiency of novel
metallic ultrasonic scaler tips made by the powder injection molding (PIM) technique on titanium surfaces.
Methods: Mechanical instrumentation was carried out using four types of metal scaler tips consisting of copper
(CU), bronze (BR), 316 L stainless steel (316 L), and conventional stainless steel (SS) tips. The instrumented surface
alteration image of samples was viewed with scanning electron microscope (SEM) and surface profile of the each
sample was investigated with confocal laser scanning microscopy (CLSM). Arithmetic mean roughness (Ra) and
maximum height roughness (Rmax) of titanium samples were measured and dissipated power of the scaler tip was
estimated for scaling efficiency.
Results: The average Ra values caused by the 316 L and SS tip were about two times higher than those of the CU
and BR tips (p < 0.05). The Rmax value showed similar results. The efficiency of the SS tip was about 3 times higher
than that of CU tip, the 316 L tip is about 2.7 times higher than that of CU tip, and the BR tip is about 1.2 times
higher than that of CU tip.
Conclusions: Novel metallic bronze alloy ultrasonic scaler tip minimally damages titanium surfaces, similar to copper
alloy tip. Therefore, this bronze alloy scaler tip may be promising instrument for implant maintenance therapy.
Keywords: Implant scaler tip, Novel metal, Powder injection molding (PIM), Titanium surface, Efficiency
Background
Peri-implantitis caused by plaque accumulation is a
major risk factor for failure of dental implant therapy
[1]. Although patients can remove plaques with stand-
ard prophylactic agents, professional cleaning of the
implant using various instruments is required during
the implant maintenance phase. However, routine
prophylactic procedures using a conventional stainless
steel instrument can cause damage to implant sur-
faces over time and increase the potential for plaque
accumulation [2]. The progression of peri-implantitis
was more pronounced in implants with a moderately
rough surface than in those with a polished surface
[3, 4]. It has been suggested that nonmetallic instru-
ments such as rubber cups, plastic curettes, titanium
curettes, and air-powder abrasive systems are suitable
tools for implant maintenance [5–10]. These non-
metallic instruments have been shown to be effective
for supra gingival removal of calculus and plaque on
implant surfaces without the risk of damage [11–13].
However, the application of air-powder abrasive sys-
tems has been reported to be associated with an
* Correspondence: endoson@snu.ac.kr
†Equal contributors
1Department of Conservative Dentistry, Dental Research Institute and School
of Dentistry, Seoul National University, 101 Daehak-ro, Jongno-gu, Seoul
03080, South Korea
1Department of Conservative Dentistry, Dental Research Institute and School
of Dentistry, Seoul National University, 101 Daehak-ro, Jongno-gu, Seoul
03080, South Korea
Full list of author information is available at the end of the article
© The Author(s). 2017 Open Access This article is distributed under the terms of the Creative Commons Attribution 4.0
International License (http://creativecommons.org/licenses/by/4.0/), which permits unrestricted use, distribution, and
reproduction in any medium, provided you give appropriate credit to the original author(s) and the source, provide a link to
the Creative Commons license, and indicate if changes were made. The Creative Commons Public Domain Dedication waiver
(http://creativecommons.org/publicdomain/zero/1.0/) applies to the data made available in this article, unless otherwise stated.
Chun et al. BMC Oral Health  (2017) 17:110 
DOI 10.1186/s12903-017-0396-z
increased risk of emphysema [14]. It has also been re-
ported that nonmetallic carbon fiber tips (Vector
ultrasonic scaler) are not suitable for decontaminating
titanium surfaces [15]. Moreover, plastic-covered
ultrasonic scalers have been shown to leave behind
plastic deposits on the implant surface [16]. Although
many studies have compared the properties of ultra-
sonic scaling instruments, it remains controversial as
to which is most suitable for implant scaling. While
capable of efficient removal of plaque and calculus,
the conventional metal tips of sonic and ultrasonic
scalers seem to induce considerable change to titan-
ium surfaces [17]. However, this study did not con-
sider the mechanical properties of scaler tips, such as
fracture resistance or wear resistance, nor compare
their efficiency.
Injection molding is one of the most interesting
processing techniques for shaping metals and ceram-
ics near net shapes with reasonably tight tolerance
and good surface finish [18]. The process is generally
viable for all shapes, which can be formed using
plastic injection molding. This technique allows for
the mass production of metal and ceramic parts with
complicated shapes while ensuring dimensional re-
producibility and near-net-shape formation [19].
Very fine metal powder combined with binder ma-
terial is injected into a die. The part is ejected, the
binder is melted or dissolved, and the part is vac-
uum sintered. This technique produces parts with a
theoretical density of 92% [20].
Recently, a novel ultrasonic scaler tip made mainly of
copper alloy showed superior results for titanium surface
scaling [21, 22]. In addition to copper alloy, bronze and
316 L, which are lower in hardness than titanium, could
be considered candidates for implant scaling instru-
ments. Until now, it has been difficult to create scaling
instruments with these candidate metals using the ma-
chining process. This study introduces the powder injec-
tion molding (PIM) technique, which enables relatively
ductile metals to be adequately shaped for a scaler tip.
The purpose of this study was to evaluate the safety and
efficiency of novel metallic ultrasonic scaler tips made
by the PIM technique on titanium surfaces.
Methods
Ultrasonic scaler tip
Four types of metal scaler tips consisting of copper (B&L
Biotec, Ansan, Korea) (CU) (Fig. 1a), bronze (Cetatec,
Sachun, Korea) (BR) (Fig. 1b), 316 L stainless steel
(Cetatec, Sachun, Korea) (316 L) (Fig. 1c), and conven-
tional stainless steel (Satelec, Merignac, France) (SS)
(Fig. 1d) tips were used. The bronze and the 316 L stain-
less steel tips were experimental tips manufactured using
the PIM technique and had a shape similar to other
commercial tips. The manufacturer information and
specifications for tips are shown in Table 1. The Vickers
hardness value of each tip was measured from the
polished surface using a Micro-Hardness tester (HMV-2,
Shimadzu, Japan).
Fabrication of the samples
Forty (10 per group) pure titanium discs (Grade IV) with
a diameter of 10 mm and a thickness of 10 mm were
bonded on an epoxy resin block and polished with
#4000 grit SiC abrasive paper (Struers A/S, Ballerup,
Denmark). The Vickers hardness value of the titanium
alloy was also measured after the polishing procedure.
Scratch test
An experimental apparatus similar to the apparatus
described by Dentkos et al. was manufactured [23].
A schematic diagram of the apparatus is shown in
Fig. 2. The samples were placed on a double pan
balance (Ohaus Medical Trip Medical Balance1550-
SD, Ohaus Co., Pine Brook, NJ, USA) using a mag-
netic mold. Each scaling tip was angled at approxi-
mately 30° to the polished surface sample.
Standardized 3-mm horizontal movement (2 Hz
cycle) of the tip was achieved with a constant force
of 40 g produced by the vertical movement of the
Fig. 1 Four types of metal scaler tips used in this study. a Copper
metallic implant tip (B&L Biotec, Ansan, Korea) (b) Bronze metallic
implant tip (Cetatec, Sachun, Korea) (c) 316 L stainless steel implant
tip (Cetatec, Sachun, Korea) (d) Conventional stainless steel (Satelec,
Merignac, France)
Table 1 Physical properties of the materials used in this study
CU BR 316 L SS Ti (VI)
Hardness (HV) 90 120 190 537 280
Density (g/cm3) 8.7 8.6 7.6 8.0 4.51a
Modulus of Elasticity (GPa) 103 115 193 224 105a
The physical properties of scaler tips were provided by manufacturer
aMaterial Property Data, Titanium Grade
4 (http://matweb.com/search/
DataSheet.aspx?MatGUID=4b86c47a545247afae3da55d62381f89)
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counter-weighed balance. All scaler tips were used
for 30 s on 40% of full power. All instrumentation
was performed by one investigator. The untreated
adjacent surfaces served as control groups (Con). All
samples were rinsed in running tap water and
cleaned in an ultrasonic bath for 20 min and then
dried with compressed air.
Surface analysis
Scanning electron microscope
The instrumented surface characteristics were viewed with
a scanning electron microscope (SEM). All titanium discs
coated with silver were introduced into the vacuum cham-
ber of a field emission scanning electron microscope (FE-
SEM, S-4700, HITACHI, Tokyo, Japan) at an accelerating
voltage of 15 kV and observed at 100× and 500×
magnification.
Confocal laser scanning microscope
Confocal laser scanning microscopy (CLSM, LSM 5 Pas-
cal, Carl Zeiss Microscopy, Göttingen, Germany) was
performed to measure the depths and widths of the
scratches in the Cu, Br, 316 L, and SS groups. A 543-nm
(1-mW) HeNe laser was used as a light source, and the
samples were observed at 100× magnification. The
measuring area was 920 μm × 920 μm, and the height of
the z-stack was 80 μm in 1.6 μm intervals.
The CLSM images were analyzed using a Zeiss LSM
Image Examiner Ver. 3.1 (Carl Zeiss, Göttingen, Germany).
After drawing a line that passed through the middle of the
confocal image, the surface roughness of the line was ob-
served. The arithmetic mean roughness (Ra) and the max-
imum roughness depth (Rmax) of the titanium samples
were measured using CLSM.
The means and standard deviations of Ra and Rmax
were calculated for each group after measurement. For
the statistical analysis, the results were evaluated using
Kruskal–Wallis with Duncan grouping procedures for
pair-wise comparisons. Differences at P < 0.05 were con-
sidered statistically significant (IBM SPSS Version 20,
SPSS Inc., Chicago, IL, USA).
Efficiency test
Efficiency calculation
The comparison of efficiency (power) calculations
among various scaler tips has been previously proposed
[21]. A model of the steady-state motion of an AFM
cantilever (Fig. 3) was employed under the assumption
that the motion of the scaler tips can be simplified into
harmonic oscillation and that the dimensions of the
scaler tips are almost the same [24]. We then obtain the








p (P: Dissipated power ratio, E: Elastic modu-
lus, ρ: Density).
Pre-clinical efficiency evaluation
Cellophane tape with 58 μm thickness (3 M scotch tape)
was punched using a dental rubber dam puncher with a
diameter of 2 mm and was attached to the surface of a ti-
tanium disk. The tape was coated with nail varnish
(COLOR AND NATURE®, NATURE REPUBLIC, Seoul,
Korea) and the tape removed after the varnish hardened.
An area of varnish 2 mm in diameter remained on the sur-
face of the titanium disk and was removed using one of
four experimental tips by one operators (n = 32 per group).
The time taken to remove the varnish was measured to
two decimal points. The intra-examiner reliability for the
time measurements was assessed using the intraclass cor-
relation coefficient (ICC). The ICC value for the time mea-
surements ranged from 0.91 to 0.95, demonstrating high
reliability for all the parameters assessed. Individual mean
values and standard deviations were calculated.
Fig. 2 Schematic diagram of the ultrasonic scaling apparatus. a = specimen; b = ultrasonic scaler; c = double-pan balance; d = motor with
control box
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Comparisons between groups were performed using a one-
way analysis of variance (ANOVA) with a Duncan post-hoc
test. Statistical significance was predetermined as p < 0.05.
Statistical analyses were performed using SPSS statistical
software (IBM SPSS Version 20).
Results
Scratch test
Changes in surface texture
SEM images of each group are shown in Fig. 4. No surface
alterations were observed following the use of CU (Fig. 4a)
or BR (Fig. 4b) tips, although some smoothening did occur.
The use of 316 L (Fig. 4c) and SS (Fig. 4d) tips clearly re-
sulted in scraping of the titanium surfaces and loss of their
original texture, leading to increased surface roughness.
Roughness analysis
Minor surface alterations caused by the CU (Fig. 5a) or
BR (Fig. 5b) tips were observed, but considerable
changes were observed following the use of the 316 L
(Fig. 5c) or SS (Fig. 5d) tips. The average Ra values after
instrumentation increased in the order of Con (0.4 μm),
CU (0.5 μm), BR (0.5 μm), 316 L (2.1 μm) and SS
(5.7 μm) (Fig. 6a). Average Rmax values also increased in
a similar order (Fig. 6b). They increased in the order of
Con (3.4 μm), CU (4.1 μm), BR (4.2 μm), 316 L
(10.0 μm) and SS (19.3 μm). Statistical analysis of the Ra
and Rmax values revealed significant differences among
the groups (p < 0.05). The Con, CU and BR groups
showed no statistical differences with each other. The
average Ra value of 316 L group was statistically higher
Fig. 3 A diagrammatic model of the steady-state motion of an AFM cantilever with the scaler tip. (Po = power dissipated by the body of the can-
tilever, Ptip = power of dissipation localized to tip, Pin = power of input)
Fig. 4 SEM images of specimens after scaling with each experimental tip. a Copper metallic implant tip (CU) (b) Bronze metallic implant tip (BR)
(c) 316 L stainless steel implant tip (316 L) (d) Conventional stainless steel (SS)
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than those of the Con, CU and BR ones, and lower than
that of SS one (p < 0.05).
Efficiency test
Dissipated power calculation
Table 2 showed the scaling efficiency as a dissipated
power ratio between the various scaler tips. In this
steady-state motion model, the SS group showed the
highest dissipated power ratio compared with the other
scaler tips. About the calculated dissipated power ratio,
SS tip was 3.3, 316 L tip was 2.7, BR tip was 1.2 times
higher than CU tip.
Pre-clinical efficiency evaluation
The average time taken to remove the nail varnish on
the titanium disc is shown in Table 3. The CU and BR
groups required significantly more time to remove the
nail varnish than the SS group (P < 0.05). The 316 L
group, which was between the two other groups, showed
no significant differences compared to the other groups
(P < 0.05).
Discussion
Instruments for cleaning dental implants should be effi-
cient and durable while inflicting minimal damage to the
implant surface. Metal instruments have several advan-
tages in that they leave no deposits and have physical
properties that are superior to nonmetallic instruments,
which tend to be fragile. The copper alloy showed the
most reliable results as a replacement for conventional
nonmetallic materials in terms of safety and efficiency
[21, 22, 25]. The hardness of CU tip (90 HV) and BR tip
(120 HV) and 316 L tip (190 HV) are lower than those
of titanium disc (280 HV). Bronze is generally harder
and less malleable than pure metallic copper. 316 L
stainless steels have a range of favorable mechanical
properties, including good corrosion resistance, high
strength under elevated temperatures, excellent ductility,
Fig. 5 Confocal Laser scanning microscope image of titanium specimens after scaling with each experimental tip. a Copper metallic implant tip
(CU) (b) Bronze metallic implant tip (BR) (c) 316 L stainless steel implant tip (316 L) (d) Conventional stainless steel (SS)
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and good weldability [26]. It has been reported that the
hardness of the scaler tip may influence the damage
inflicted on titanium surfaces more than the application
method [25]. Therefore, we suggested that experimental
metal tips made by PIM technique with bronze or 316 L
stainless steel would not damage the titanium surface
after scaling. From this study, both SEM and CLSM
image analyses showed little surface alteration of the ti-
tanium after the use of the CU and BR tips, whereas
there was considerable change after instrumentation
with the 316 L and SS tips. Although the hardness of the
316 L tip is lower than that of titanium disc, the calcu-
lated dissipated power ratio of 316 L tip was 2.7 times
higher than CU tip (Table 2). So 316 L tip could make
surface changes on titanium disc.
A straightforward comparison of the performance be-
tween the scaler tips is difficult because the efficiency of
the scaler tip depends on various factors such as the ma-
terial, design, frequency-generating vibration, power,
water flow rate, contact angle, and load. Likewise, there
is significant variability in the vibration of ultrasonic
scalers, even between tips of the same design [27]. For
these reasons, in the present study, each specimen was
evaluated under standardized conditions as similar to
clinical situations as possible. And we employed the
model of steady-state motion of a AFM cantilever to ex-
plain the power delivered from the driver (the oscillator)
to the tip end, based on the assumption that the scaler
tips were moving and tapping on the sample surface at
equilibrium.
We used the Ra value to measure the safety of the
scaler tip for the implant surface in the experiment. Al-
though the average roughness (Ra) parameter is usually
used to express the potential initial microbial adhesion
to the surfaces of dental implants, it’s not the only factor
of microbial adhesion. Also other factors such as the dis-
tance from the microbes, the surface chemistry, and the
design features of the implant-abutment configuration
should be evaluated as well [28–31].
The pre-clinical efficiency test showed that the CU
and BR groups took longer to remove the nail varnish
than the SS group (P < 0.05). Even though there was no
significant difference, the 316 L group was able to re-
move the nail varnish more rapidly than the CU and BR
groups. The CU and BR tips appeared more secure but
less efficient than the 316 L and SS tips. Since copper
and bronze have lower elastic moduli than stainless steel,
the elasticity of the metals likely absorbed the vibration
of the ultrasonic device. As a result, the oscillation am-
plitudes of the copper tip and the bronze tip were lower
than that of the stainless steel tip, and appeared to be
the main cause of the decrease in removal efficiency. In
our other study, we have confirmed the results [32].
These are in accord with the outcomes of the power ra-
tio calculation.
In introduction, plastic-covered ultrasonic scaler tip
was mentioned to leave plastic deposits on the implant
surface. It is also possible that any material softer than
titanium may leave remnants of itself on the treated







CU Copper, BR Bronze, 316 L: 316 L stainless steel, SS: conventional
stainless steel




316 L 5.1 (1.3)a,b
SS 4.6 (0.7)b
CU Copper, BR Bronze, 316 L: 316 L stainless steel, SS conventional
stainless steel
The numbers in parenthesis are standard deviations
Same superscript letters mean that there is no statistical difference (p > 0.05)
Fig. 6 The average roughness (Ra) and maximum height roughness (Rmax) of titanium disk after instrumentation. Copper metallic implant tip
(CU), Bronze metallic implant tip (BR), 316 L stainless steel implant tip (316 L), Conventional stainless steel (SS). Same superscript letter means no
statistical difference (p > 0.05)
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surface. Since the tips used in this experiment also had a
lower hardness than titanium, further studies would be
needed to determine whether they leave remnants on
the titanium surface.
The balance between safety and efficiency is difficult
to maintain. However, a previous study demonstrated
that the efficiency of a novel metallic copper scaler tip
was about 90 times higher than that of a carbon plastic
scaler tip [21]. Furthermore, it has been shown that a BR
scaler tip made by the PIM technique had safety and ef-
ficiency comparable with copper alloy scaler tip and thus
has the potential to replace non-metallic instruments
since it features superior physical properties such as re-
sistance to fracture and wear.
Conclusions
Within the limitations of the present study, a novel me-
tallic bronze alloy ultrasonic scaler tip fabricated using
the PIM technique minimally damages titanium surfaces
and is more durable against fractures and wear com-
pared with copper alloy tips. Therefore, these novel me-
tallic implant scaler tips may be promising for implant
maintenance therapy.
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